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1. INTRODUCTION

Thank you for purchasing the Compressor Nebulizer. It is a compact medical device designed
to deliver the drug prescribed by a doctor to the bronchial lobes in an efficient manner. Proper
care and use will provide you with reliable treatment for many years.

This product has been developed for the successful treatment of asthma, allergies and other
respiratory disorders. From the air conduit, the nebulizer creates an air current that flows
towards the body. When the air enters the nebulizer, it will turn the medicine into aerosol for
easy inhalation.

The Compressor Nebulizer must be used under the supervision of a licensed physician and / or
a respiratory therapist. We strongly recommend that you read this manual thoroughly to learn
about these product features. This product should always be avoided for any purpose other
than its intended use.



SYMBOL

SYMBOLS
DESCRIPTIONS

Production Date

¢ |5

SN

Serial Number

REF

Model / Reference No

Producer

Fuse

Refer to User’s Manuel

Class Il insulated Equipment

General Warnings and/or Technical Specifications

AEEI=IRN 2

Applied Part Type BF (Suction Probe)

1

This symbol on the device and box indicates that
electrical and electronic devices are collected

seperately.

€

EC Directive NO 93/42/EEC and compliance CE
mark and code of the

certifying body

1P20

international Protection Code. This code
determines the resistance of electrical devices

against outer effects (Solid - Liquid)
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3. PRODUCT INTRODUCTION

Accessory Storage Air Openings Nebulizer

Air Filter and Cover

Air Tube
Switch on-off /
Adult —— .~
Mask £ g
Pediatric Mask ———— 1. n ~/
Mouth Piece

- “=._\ Air Tube Connection Point

\“ Nebulizer Holder \
\‘— Power Cable
Air
Filter
(5 Pieces)

4. IMPORTANT SAFETY PRECAUTIONS

Note: Carefully read all instructions before using.

The following basic precautions must be taken when using an electrical product:

Caution: Failure to read this booklet and take all necessary precautions may result in personal
injury or equipment damage.

Issues to be considered about the product:

1. To avoid electric shock: Keep the unit away from water * Do not immerse the electric cord
or unit in a liquid * Do not use while bathing * Do not try to reach a water-dropping unit -
immediately unplug the unit.

2. Never operate the unit if it has any damaged parts (including power cord), it has fallen in
water or is actually water. Immediately send it to a service center for inspection and repair.

3. The unit should not be used where flammable gases, oxygen or aerosol spray products are
used.

4. Unplug the unit before cleaning, filling and after each use.

5. Do not use any other components which are not recommended by the manufacturer.

Issues to be considered during use:

1. Connect this product to an appropriate voltage outlet according to the model you are using.

2. Do not operate this product while no aatendant is present.

3. Never use this unit if it has a damaged cord or plug, has fallen into water, or is in any way in
water, or does not function properly. Return it to a service center for repair.

4. If any abnormality arises, stop using it immediately until the unit is inspected and repaired.

. Always unplug the product immediately after use.

6. Never close the air vents of the main unit or place the unit where the air vents can be
blocked.
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Issues to be considered during storage:

1. Do not store the unit in direct sunlight, high temperature or exposed to moisture.
2. Store the unit in places where small children can not reach it.

3. Always keep the unit unplugged when not in use.

Issues to be considered during cleaning:

1. Do not immerse the unit in water. This can lead to damage to the unit.
2. Disconnect the unit from the electrical outlet before cleaning.

3. Clean all necessary parts after each use as described in this manual.

5. USE OF THE COMPRESSOR NEBULIZER

1. Place your nebulizer on a flat, stable floor. When you sit down, make sure you can easily
reach the controls.

2. Open the cleaning cover and remove the accessories inside.

3. Important: Before starting the first time, the nebulizer should be cleaned thoroughly by
looking at the "Cleaning Procedures" section of this manual.

: ‘ :‘, To open the nebulizer, unscrew it counterclockwise.

Fill the prescribed amount of medication into the nebulizer and
screw it clockwise to close it again. Make sure the parts are in
place.

. nebulizer and the other end to the connection point on the

_ : Connect the air tube. Connect one end to the bottom of the
L, device.

‘ o Connect the mouth piece or mask as desired to the top of the
nebulizer.

Plug the power cord into a suitable power outlet.

Hold the nebuliser in your hand and connect the mouthpiece or
’ b mask as desired. To begin the prescribed treatment, switch the
¢ 4 switch to "On".

‘"h...____h =
I & Be sure the switch is set to "Off" for the procedure above.

Turn off the device and remove the plug as soon as the treatment
A is complete.
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